






Instructions for Use
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* Compatibility depends on the ampoule’s geometry and the diameter of the ampoule 
lid. Ampoules of the same size can have a different geometry and ampoule lid 
diameter. The ampoule size in mls is only used as a guideline.
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Product edition Pocket-size Trolley Edition

Product code SN-01R TE-01R TE-01L

Product size Regular Regular Large

Compatible 
Ampoule sizes*

1-2ml, 5-10ml, 
10-15ml 
(common sizes)

1-2ml, 5-10ml, 
10-15ml 
(common sizes)

5-10ml, 10-15ml, 
20-25ml 
(large sizes)

Size (per unit) Length 80mm 
Width 17mm

Length 80mm 
Width 25mm

Length 80mm 
Width 29mm

Weight (per unit) 50g 75g 90g

Colour range Blue, Purple Black Red

GMDN code 10098

Material Anodised aluminium (SnapIT body)
Silicon rubber (O-ring) 
Stainless steel (spring)

Latex No

DEHP No

Sterile No

Re-usable Multi-use. O-ring can be replaced if lost or broken.

Regulatory 
approvals

USA - FDA listed

Simply safer

1. Align the dots if available. Gently insert 
all of the ampoule lid into the SnapIT. The 
ampoule lid becomes locked in at the neck.

2. With little effort, lever away from the dot 
to snap off the lid. The lid should remain 
held in the SnapIT.

3. Carefully aim over a sharps bin and 
eject the lid by pushing down the rod with 
your thumb.

NOTE: If your standard practice requires you to turn the dots away from your body, make 
sure that both dots are still aligned after turning and before snapping.

NOTE: The lid is ejected into the 
sharps bin.

4. Clean your SnapIT regularly. Remove O-ring as shown to disassemble the parts and clean 
with water or a hospital grade cleaner. Do this in a clean dish to avoid loss of parts. Dry 
completely then re-assemble.

NOTE: If the ampoule lid breaks, tap the SnapIT over a sharps bin to remove excess glass 
pieces then rinse under running water before disassembling.

SIZES: 
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If the ampoule is too small, the SnapIT will not hold the top securely. Use a smaller SnapIT.
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